• AIM: To assess visual quality after presbyopia correction using an aspheric ablation profile and a micro-monovision protocol.
INTRODUCTION
P resbyopia is an inability of the eye to focus sharply on nearby objects, resulting from the age-related loss of accommodation [1] . As the prevalence of the presbyopia-affected population continues to grow in an aging society, many kinds of presbyopia correction strategies have been attempted to optically restore near vision. These approaches include genuine restoration of accommodation such as an accommodative intraocular lens (IOL), pseudoaccommodation or increase of depth of focus (DoF) by multifocal IOL, corneal refractive surgery, or small aperture corneal inlay [2] [3] [4] [5] [6] [7] [8] [9] [10] . Despite a number of different approaches, effective treatment of presbyopia that successfully preserves both distant and near vision is still challenging. Reinstein et al [11] [12] [13] reported the use of the Laser Blended Vision (LBV; Carl Zeiss Meditec, Jena, Germany) technique, which combines control of spherical aberration (SA) to increase depth of field with micro-monovision [anisometropia of 1.50 diopters (D) in the nondominant eye] irrespective of age, in myopic, hyperopic and emmetropic presbyopia populations. They suggested that this aspheric micro-monovision protocol was well-tolerated, stable, and effective, exceeding the US Food and Drug Administration criteria for treating presbyopic patients [11] [12] [13] . Since presbyopic patients often have high expectations, particularly those who are not accustomed to wearing glasses, some patients complain of compromised visual function, such as reduced low contrast visual acuity and reduced contrast sensitivity (CS). Therefore, evaluation of visual quality or patient satisfaction after presbyopic correction has become a major concern, although studies have previously demonstrated the objective outcomes of the surgery [5, [14] [15] [16] [17] [18] [19] [20] [21] [22] [23] . This is the first report to objectively investigate comprehensive visual quality by the HD analyzer (formerly called Optical Quality Analysis System; OQAS, Visiometrics, Terrassa, Spain) as well as visual acuity both at far and near, CS, and higher-order aberrations (HoAs) after presbyopic correction using LBV during a relatively long follow-up period. The purpose of the current study was to objectively evaluate postoperative visual performance after LBV using the HD analyzer and subjectively by self-reported questionnaire.
SUBJECTS AND METHODS
This study enrolled patients consecutively who underwent presbyopia correction with laser in-situ keratomileusis (LASIK)-induced micro-monovision between March 2011 and October 2011 at Samsung Medical Center, Seoul, Korea. Inclusion criteria were as follows: corrected distance visual acuity (CDVA) of 20/25 or better and distance corrected near visual acuity (DCNVA) of J3 or worse in both eyes. All patients were Korean and had no previous ocular surgeries or other laser treatments. Subjects with visually significant cataract or any history of ocular diseases other than presbyopia were excluded. Additional inclusion criteria were a postoperative follow-up period of at least one year and availability of preoperative and postoperative data for distant and near visual acuity, CS, and HoAs. A total of 54 eyes of 27 patients were enrolled in the study group. The HD analyzer has only been available since March 2012 in our clinical setting, so the HD analyzer measurements including modulation transfer function (MTF) cutoff frequency, Strehl ratio, objective scattering index (OSI), and accommodation range were only evaluated postoperatively. The self-reported questionnaire for the assessment of subjective patient satisfaction about visual quality after presbyopia correction was administered 12mo postoperatively, when enrolled patients in the study group performed the HD analyzer. An age-matched control group with no history of ocular surgery was recruited consecutively from the outpatients who visited our clinics for routine ophthalmologic evaluations. Inclusion criteria were as follows: uncorrected distance visual acuity (UDVA) of 20/25 or better, distance spherical equivalent refraction between -0.5 D to 0.5 D, and a normal eye without cataract, as determined by slit-lamp biomicroscopy and funduscopy. Fifty-four age-matched normal eyes of 27 volunteers without presbyopia were enrolled in the control group, and performed the HD analyzer. The mean patient age was 50.5±5.4y (range, 42-60y). This study was approved by the Institutional Review Board of the Samsung Medical Center and the work was carried out in accordance with the Declaration of Helsinki. Ophthalmologic Examination at Baseline and Postoperative Follow-up Visits The medical charts of enrolled patients were reviewed to obtain patient demographics, clinical examination details, procedures, and complications. The preoperative and postoperative information included UDVA and CDVA, and uncorrected near visual acuity (UNVA) and intermediate visual acuity (UIVA) measured by Jaeger chart at the distance of 40 and 80 cm from the eye. The measurements were performed in each eye and binocularly, and converted to a logarithm of the minimal angle of resolution (logMAR). The results of ocular dominancy test, refractive errors including spherical and cylindrical values, and manifest refraction spherical equivalent (MRSE) were reviewed. Regarding measurements of visual quality, preoperative and postoperative CS at 1.5, 3, 6, 12, and 18 cycles per degree (cpd) with a CSV-1000E and CSV-1000-1.5 cpd (VectorVision, Greenville, OH, USA) under photopic conditions with an illumination of 230 lx at far (2.5 m) and near distance (40 cm from the eye), and wavefront assessment for a 6-mm pupil by WASCA (Carl Zeiss Meditec AG, Jena, Germany) aberrometer were analyzed. As the recommended distance of 2.5 m for CSV-1000, the CS measured at near distance was evaluated on a relative scale between groups. Surgical Procedure of Laser Blended Vision Technique for Presbyopia Correction All patients in the study group underwent bilateral simultaneous LASIK using the MEL 80 (Carl Zeiss Meditec, Germany) excimer laser and VisuMax (Carl Zeiss Meditec, Germany) femtosecond laser by a skilled surgeon (Chung ES). Presbyopia correction was performed using an aspheric ablation profile and a micro-monovision protocol with an intended postoperative refraction of plano for the dominant eye and in the range of -1.00 to -1.50 D for the non-dominant eye, irrespective of the patient's age. The mean value of target spherical equivalent for the non-dominant eye was -1.44±0.21 D. Proprietary non-linear aspheric ablation profiles were used for all eyes, which incorporated a small amount of SA determined according to the patient's age, preoperative SA, and the amount of refractive correction; the profiles were intended to control the induction of SA to a level that would provide an increased depth of field, but without affecting CS and quality of vision [11] [12] [13] . The CRS-Master software platform (Carl Zeiss Meditec, Germany) was used to generate the ablation profiles for the MEL 80 excimer laser and flaps were created using the VisuMax femtosecond laser [11] [12] [13] .
Objective and Subjective Optical Quality Measurement
Objective optical quality measured by the HD analyzer included MTF cutoff frequency, Strehl ratio, OSI, and accommodation range one year after LBV presbyopia correction surgery in the study group and age-matched normal control group. The refractive errors of the subjects were corrected during the measurements and the pupil diameter was provided by the device, which was more than 4.0 mm in all eyes. Accommodation range was assessed through the retinal image quality which was analyzed by the value of point spread function (PSF) when near vision was simulated. The stimulus is presented automatically by the HD analyzer at different distances (from infinity to 10 cm or less if it is need). To put the stimulus at these different distances, the badal system included in the instrument is used. Simulated object distances ranged from -1.00 D (beyond infinity) to +3.00 D (near vision) in 0.5 D increments. Starting with the retinal image quality corresponding to the best focus position, the object distance is considered as successfully resolved if the retinal image quality has not been reduced by more than 50%. The subjective visual performance was evaluated by selfreported questionnaire. The questionnaire consisted of 20 items. The questionnaire items were described in Table 1 . Statistical Analysis All data were entered into the database using Microsoft Office Excel 2010 (Microsoft Corporation, Redmond, WA, USA), and all statistical analyses were performed using SPSS software version 21 for Windows (SPSS Inc., Chicago, IL, USA). A statistical power estimation and adequate sample size calculation based on the previous data to confirm the difference between presbyopia correction and control group could not be performed because of the exploratory nature of this study. The independent t-test was used to compare the data between the study and control group. The paired t-test was used to compare the data of the study group before and after surgery. The results were expressed as mean±standard deviation (SD), and a value of P<0.05 was considered statistically significant.
RESULTS
The mean patient age was 50.2±7.5y (range, 40-65y) and the mean follow-up period was 22.26±11.79mo (range, 12 to 30). Preoperatively, all eyes had a CDVA of 20/25 or better, with 85% achieving 20/20 or better. Patient baseline characteristics were listed in Table 2 The biggest visual quality change by distance after surgery
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Contrast Sensitivities
The preoperative and postoperative mean CS measured in log units were shown in Table 5 .
There were no significant differences in the CS through all frequencies at far under photopic conditions before and after surgery. On the other hand, there was a significant improvement at 12 and 18 cpd at near postoperatively compared to preoperative CS (paired t-test, P=0.020 and 0.008, respectively).
The HD analyzer (Optical Quality Analysis System) Measurements
The objective optical quality parameters measured by the HD analyzer were compared between the presbyopia correction group and the age-matched normal control group. There were no significant differences in terms Preoperative sphere ranged from -7.50 to 3.25 D and cylinder ranged from 0 to -2.00 D. Table 6 showed the HD analyzer measurements in the presbyopia correction group and the normal control group. The mean MTF cutoff frequency, Strehl ratio, OSI did not show significant differences between two groups. However, the HD analyzer accommodation range was statistically significantly increased after the presbyopia correction compared to the control groups (P=0.004, independent t-test). Self-reported Questionnaire about Subjective Visual Performance Among questions 1 to 16, the most frequent value was 1 in 9 questions and 0 in 7 questions. Most of the patients experienced occasional visual discomfort such as halo, headache, photo sensitivity, dryness, etc.; however, the severity and frequency were not high. Patients responded that they experienced visual quality change at all distances including far, intermediate, and near after presbyopia correction surgery (Q17), and quite subjective vision improvement after presbyopia surgery (Q18). In Q19, the mean value of patients' satisfaction scale was 7.77±2.52 (range 2 to 10), and the most frequent value was the highest score of 10. Ninety six percent of the patients replied that they will recommend the presbyopic surgery to others (Q20). The distribution of scores, and mean, mode, and median values of each question in the self-reported questionnaire on a subjective visual quality were shown in Table 1 and Figure 4 .
DISCUSSION
In our study, optical quality was measured objectively using the HD analyzer. We found that no significant differences in the optical quality parameters, including the MTF cutoff frequency, Strehl ratio, or OSI, between the presbyopia treatment group and the normal control group. These results indicated that the optical quality was basically equivalent to that of normal eyes, which were adjusted for age. Equivalence of the optical quality to age-matched eyes suggests that the procedure has not detrimentally affected optical quality of the treated eyes [24] [25] [26] [27] [28] [29] [30] [31] . With regard to accommodative range, the treatment group showed significantly better result compared to the normal control group. However, comparison of the change in accommodation found with the HD analyzer to the improvement in intermediate and near visual acuity for the treated eyes did not show causative relationship. The patients had a 4 line increase in near acuity and a 3-line increase in intermediate acuity. It can be postulated that since the device is generating simulated visual acuity from the retinal image only and does not consider the monocular benefits of vision that the visual cortex provides or the impact of binocular summation. We also investigated subjective visual quality after presbyopia correction by conducting a patient satisfaction survey. Improvement of accommodative range was supported by a questionnaire elucidating subjective postoperative visual performance. According to the questionnaire on subjective visual quality, patients experienced definite visual improvement at near distance after surgery. About 25% of the patients responded that they did not experience any disturbance of near vision, and over 50% of the patients experienced discomfort only occasionally (Q13; Table 1 ). Approximately 90% of patients did not require glasses for near vision at all (Q14; Table 1 ). Over the last decade, patient-reported outcome instruments or questionnaires have rapidly gained importance as outcome measures in clinical research [32] . In a previous study, Luo et al [23] reported that presbyopia corrected with glasses is Figure 4 Results of the self-reported questionnaire on subjective visual quality administered 12mo after presbyopia correction using an aspheric ablation profile and a micro-monovision protocol with the LBV technique. [33] . Studies have reported success rates ranging from 80%-98% for monovision post laser vision correction (LVC), 91% for monovision after cataract surgery and 95% following clear lens extraction with good satisfaction [33] . In the present study, the overall satisfaction level was quite high. A very impressive aspect was that in Q19 the most frequent score among patients was 10, which is the highest possible score. Fifteen percent of subjects showed a satisfaction score of 3 or less following surgery (Q19), but only 4% did not recommend the surgery (Q20). This would reflect the character of presbyopic patients who usually have higher expectations for treatments. In our study, the proportion of patients who always need near glasses and do not recommend surgery were the same as 4%. This is comparable results compared to previous studies. There were several limitations in the present study, including its design and small sample size. Owing to the retrospective nature of the study, the follow-up period and the intervals between each visit or examination varied among cases, and the different follow-up period may affect the postoperative refractive outcomes. Unfortunately, we did not have the controls answered the relevant survey questions. Controls for the survey would have shown some perspective to the results gathered. Furthermore, it would be an interesting study to investigate the correlation of survey questions scores to relevant clinical measures for other presbyopia correction procedures. Lastly, the questionnaire used to evaluate patient vision performance subjectively was not certified according to global standards for quality, such as the Ocular Surface Disease Index (OSDI). We received consultation about content development, the response scale, and measurement precision; however, we did not perform validity or reliability testing. Therefore, we were only able to determine the overall trend of subjective patient satisfaction. If the quality of the questionnaire were to be verified, the evaluation would be more meaningful.
In conclusion, the present study showed good visual outcomes with satisfactory optical quality objectively evaluated by the HD analyzer and subjectively assessed by self-reported questionnaire after LBV treatment using an aspheric ablation profile and a micro-monovision protocol. 
